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A new method for the analysis of tetramethyllead 
in blood 
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ANDERSSON K, NILSSON C-A, NYGREN 0 .  A new method for the analysis of tetramethyllead in 
blood. Scand j work environ health 10 (1984) 51-55. In this paper a method for the determination 
of alkyllead compounds in blood is described. The method is based on extraction of the alkyllead com- 
pounds into an organic solvent, followed by separation by high-resolution gas chromatography. A 
graphite-furnace atomic absorption spectrophotometer is used as the detector. A detection limit of 0.01 
pg/ml for tetramethyllead was obtained in blood samples. The method was used for the investigation of 
occupational exposure to tetramethyllead in gasoline. Blood samples from tank cleaners and gasoline 
pump servicemen showed detectable amounts of tetramethyllead. The reference group did not show any 
detectable levels of tetramethyllead. 
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Tetraalkyllead compounds have been used as anti- 
knock additives in gasoline since 1921, after General 
Motors had discovered the effect of tetraethyllead. 
Today several groups are occupationally exposed to 
tetraalkyllead, for example, tank cleaners, garage 
workers, depot workers, and gasoline pump service- 
men. Tetraalkyllead, which can penetrate the skin 
and be absorbed through the lungs, is considered to 
be about 10 times more toxic than inorganic lead. De- 
alkylation to trialkyllead salts occurs in the body, and 
these salts are the cause of the toxic reaction (6). Be- 
cause of the higher toxicity of the organolead com- 
pounds, it is important to determine tetraalkyllead 
selectively in the presence of inorganic lead in bio- 
logical materials. Normal levels of inorganic lead in 
human blood are 0.1-0.2 pg/ml (0.5-1.0 pmol/l). 
Hence a detection limit for tetraalkyllead lower than 
0.01 pg/ml (as lead) is desirable in blood samples. 

Currently used methods for blood lead analysis 
give only the total lead concentration and cannot 
discriminate between organic and inorganic lead. 
DeJonghe & Adams have recently published a review 
(5) describing various methods of determining alkyl- 
lead compounds. Most of these methods deal with 
the analysis of tetraalkyllead in air samples or in 
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gasoline. A few papers have also been published on 
the analysis of tetraalkyllead in biological materials 
(1, 2, 4, 7, 11). Various analytical methods are pre- 
sented in these publication~. Solvent extraction, con- 
version of the organolead to inorganic lead, and 
spectrophotometric or atomic absorption determina- 
tion have been used by some of the investigators (1, 
5). Others have used the cold-trap technique (2) or a 
heat desorber (3), both coupled to an atomic absorp- 
tion spectrophotometer for the selective determina- 
tion of the tetraalkyllead. Liquid chromatography 
has also been used for the separation of tetraalkyl- 
lead (9), but it is preferred for less volatile com- 
pounds. The most sensitive method seems however to 
be gas chromatography (GC) with atomic absorption 
spectrometry (AAS) as a lead-specific detector. 
DeJonghe & Adams (5) used this method for the 
analysis of tetraalkyllead in ambient air and gasoline. 
Methods based on this technique for the determina- 
tion of tetraalkyllead in biological materials have 
been published by Chau et a1 (2), Cruz et a1 (4), and 
Wong et a1 (1 1). However, as already stated, several 
of the methods used for the determination of tetra- 
alkyllead in biological materials suffer from lack of 
sensitivity for the analysis of human blood samples. 
Some of the methods have other disadvantages, such 
as difficult or complex cleanup steps during sample 
preparation or a complicated analytical procedure. 
The present report introduces a method for the deter- 
mination of tetramethyllead in blood with an ade- 
quate detection limit for blood samples of occupa- 
tionally exposed persons. 



Materials and methods SP 192 and a Varian CRA 90 graphite furnace with 

Chemicals and glassware 

All of the chemicals used were of an analytical grade, 
and water was purified in a Millipore R/Q Water 
Purifier. The solvents used for dilution and extrac- 
tion were n-hexane, diethyl ether, dichloromethane, 
benzene, n-heptane, undecane, and ethanol. A 0.4-g/l 
gasoline standard was used as a stock solution for 
tetramethyllead. The stock solution was diluted in 
n-heptane for the working standards and in ethanol 
for the blood spikings. The blood samples were col- 
lected in lead-free evacuated blood-collection tubes 
(Venoject). Reference blood was obtained from non- 
exposed blood donors. All extracts and standard 
solutions were stored in lead-free glass vials with 
screwcaps and kept at -20°C. All glassware was 
washed with detergent, soaked in nitric acid, and 
rinsed several times in purified water before use. 

Instrumentation 

A Pye Unicam GCD, fitted with a Unijector (Scien- 
tific Glass Engineering) in the Grob splitless injection 
mode, was used for the GC separations. The injec- 
tion time for the splitless injector was controlled by 
an electronic module, capillary injector Mark 2, sup- 
plied by Philips (Stockholm, Sweden). This module 
was modified in order to allow a simultaneous start 
of all time dependent parameters. Thus the splitless 
injection time, the GC oven temperature program- 
mer, and the atomization cycle were all triggered at 
the same time. 

The AAS determinations were performed with 
either a Pye Unicam SP 1900 fitted with a quartz 
cuvette mounted on the burner head or a Pye Unicam 

an optical temperature control. The water cooling 
system in the graphite furnace was modified to enable 
atomization times of up to 10 min. Some modifica- 
tion was also made in the atomization tube. A 
0.45-mm hole was drilled as an inlet port at 90" to the 
injection port, which was then covered by one of the 
electrodes. For the packed columns (inner diameter 
approximately 6 mm) the line between the gas chro- 
matograph and the atomic absorption spectropho- 
tometer was a 30-cm glass-lined metal tubing (inner 
diameter approximately 0.3 mm). The tubing was 
connected to the end of the column and fitted 
through a septum into the quartz cuvette near the 
light beam. 

The fused silica columns were led through a 50-cm 
copper tubing (inner diameter approximately 3 mm) 
from the detector port on the gas chromatograph 
over to the graphite furnace. The end of the column 
was fitted into the 0.45-mm inlet port in the atomiza- 
tion tube (figure 1). 

For the analysis of tetramethyllead, an OV-101 
fused silica column (length 50 m, inner diameter 
0.3 mm) was used. Hydrogen (5 ml/min) was used as 
the carrier gas. A 2+l aliquot of the heptane extracts 
was injected in the Grob splitless injection system. 
The injection temperature was 70°C, and an injection 
time of 30 s was used. The oven temperature was 
80°C isothermal. 

For the AAS detection, an electrodeless discharge 
lamp was operated at 217 nm with an effect of 13 W. 
Background correction was necessary, and the stan- 
dard deuterium-lamp system in the SP 192 was suffi- 
cient. The dry step of the graphite furnace cycle, 
120-150 s, was kept below 100°C as a standby step. 
Ashing step I, 30 s, was used as a ramp to the atomi- 
zation temperature at l,lOO°C. During ashing step 11, 
10 s, the autozero function of the integration device 
was operating. The integration was then performed 
throughout the atomization step, lasting 10-60 s. 
For the determinations of inorganic lead, the Pye 
Unicam SP 192 and the Varian CRA 90 graphite fur- 
nace were used with the GC system disconnected. The 
analytical method of Nise & Vesterberg (10) was 
used. 

Extraction procedure 

Blood samples or spiked reference blood were he- 
molyzed by freezing at -20°C for 24 h. A 4- to 8-ml 
aliquot from each sample or reference was extracted 
with 2 ml of n-heptane in an ultrasonic bath for 20 
min. A 4-ml aliquot of the sample or reference was 
generally sufficient. In the same analytical series, 

Figure I. Schematic figure (cross-section) of the fused both samples and references were extracted from the 
silica column connection to the graphite tube in the Varian 
CRA 90 graphite furnace. (a = body of the Varian CRA go, Same volume. The samples were then centrifuged at 
b = graphite electrodes, c = nitrogen shield gas, d = graph- 5,000 r/min to facilitate phase separation. The 
ite tube, e = fused silica column, f = copper tubing, for pro- 
tection of the capillary column, and dotted area = graphite 

layer was withdrawn and kept at -200C in 
parts) screwcap vials until required for analysis. 



Results and discussion 

As pointed out in the introduction section, GC-AAS 
fulfills some main requirements for a reliable method 
analyzing alkyllead compounds. First, the detection 
system, AAS, is specific, and background from or- 
ganics in the sample is thus avoided. Second, as dis- 
cussed later, the sensitivity can be optimized to a 
sufficient level. Third, the GC separation further in- 
creases the specificity of the analysis. The first step in 
evaluating proper instrumental setup was to repeat 
some of the main instrumental arrangements de- 
scribed in the literature. Table 1 shows the detection 
limits achieved with various GC-AAS systems. The 
detection limits were normalized to a 2-p1 injection of 
a solvent extract so as to make a comparison pos- 
sible. 

As can be seen, the fused silica column gave better 
results than the packed column when connected to 
the same detection system, ie, AAS with a quartz 
cuvette. An even better detection limit was achieved 
with a graphite furnace coupled to the same GC col- 
umn. Thus, in this study, the high-resolution GC- 
graphite-furnace AAS (HRGC-GFAAS) system was 
found to give the highest sensitivity. The perform- 
ance of a capillary column ensures maximum separa- 
tion and thus minimizes the risk of interference due 
to high background from coeluting compounds. 

Instrumental arrangement 

Tetramethyllead is the dominant antiknock additive 
in gasoline in Sweden today. Accordingly work was 
initially concentrated on finding the optimum param- 
eters for the analysis of tetramethyllead. Various col- 
umn phases have been used for the chromatographic 
separation of organolead compounds (5). Fused silica 
columns with different stationary phases, SP 1000, 
OV-101, and Carbowax 20 M, were investigated in 
our study. OV-101, giving a short retention time for 
tetramethyllead and an adequate separation, was 
found to be the best column for this application. It 
was found that the flow rate of the carrier gas was 
too low in fused silica columns with an inner diam- 
eter of 0.20-0.25 mm. These columns burned out 
next to the graphite tube, broke, and started leaking. 
A high enough flow rate was attained with columns 
with an inner diameter of 0.3 mm. It was also neces- 
sary to increase the flow rate of the carrier gas in 
order to obtain a rapid AAS signal. The best signal 
was obtained at a flow rate of 5 ml/min, which is far 
above the minimum of the van Deemter plot (8). 
Since hydrogen is used as the carrier gas and since the 
van Deemter plot for this gas is very flat at higher gas 
flows, it is possible to use such a high flow rate. 

Standard GC conditions were used during the opti- 
mization of the AAS parameters. An atomization 
curve was plotted showing the signal maximum as 
early as l,OOO°C. An electrodeless discharge lamp 

gave a signal-to-noise ratio that was more than five 
times better than a hollow cathode lamp. Back- 
ground correction was necessary because of the 
organic compounds present. 

One of the main problems with arrangements of 
this kind is optimization of the parameters in order to 
decrease the atomization time to a minimum. Such 
optimization is necessary for the following two rea- 
sons: (i) the risk of the furnace overheating and (ii) 
the decreased lifetime of the graphite parts of the 
furnace. 

The electronic start module was modified so that 
the time-dependent parameters, ie, injection time, 
column temperature program, and graphite furnace 
cycle, could be synchronized. This module made it 
possible to adjust carefully the graphite furnace cycle 
versus the retention time of tetramethyllead so that 
the atomization time was minimized. Although the 
atomization time was minimized, it was necessary to 
modify the water cooling system in the graphite fur- 
nace. All gaskets were replaced by Teflon gaskets, 
and the water flow was increased to 3 l/min. These 
modifications made 10-min atomization periods pos- 
sible. With the described modifications, the lifetime 
of the graphite tubes was at least 50 atomizations. 
The integration times became shorter thus giving a 
higher accuracy of integration of the tetramethyllead 
signal. 

Extraction procedure 

The first step in the proposed procedure is the extrac- 
tion of the organolead compounds from the sample. 
Benzene (1) and hexane (2) have been used by others. 

To find an appropriate solvent for the whole ana- 
lytical procedure, we investigated six solvents - di- 
ethyl ether, hexane, heptane, benzene, undecane, and 
dichloromethane. Heptane was found to combine a 
suitable volatility for splitless injection and good ex- 
tractive properties to give an optimum sensitivity. 
The overall sensitivity attained with the use of 

Table 1. Detection limits for tetramethyllead, as found in 
this study, with various instrumental arrangements. The 
detection limits are normalized to a 2 4  injection of a solvent 
extract. 

Arrangement 
Detection 

limit 
(cglml) 

Gas chromatography, packed column - 
atomic absorption spectrophotometry, 
direct in the flame 5 
Gas chromatography, packed column - 
atomic absorption spectrophotometry, 
quartz cuvette in the flame 1 
Gas chromatography, capillary column - 
atomic absorption spectrophotometry, 
quartz cuvette in the flame 0.4 
Gas chromatography, capillary column - 
atomic absorption spectrophotometry, 
graphite furnace 0.01 



Table 2. Extraction test of tetramethyllead from spiked 
blood samples (solvent n-heptane) - Mean of three samples. 

Tetramethyllead Recovery 
added 
GgIml) 

Mean Range 
bglml) % GLslml) , O h  

Range 
GLslml) 

Table 3. Tetramethyllead in occupational blood samples. 

Inorganic Tetramethyllead 
lead (as lead) 

(pglml) GLslml) 

C 
D 
E 
F 
G 
H 
I 
Reference group 

a A-C were tank cleaners; D-l were gasoline pump sewice- 
men; the reference group was comprised of five subjects, 
all 10.003 pglml. 

Figure 2. Typical chromatographs of tetramethyllead ex- 
tracted from blood samples. Duplicate 2-p1 injections were 
made, and the recorder was on only during the atomization 
time, 50 s. (a = 0.40, b = 0.10, c = 0.04, and d = 0.01 lrglml 
in heptane) 

heptane was twice that attained with the next best sol- 
vent, hexane. Reference blood samples were spiked 
with different amounts of tetramethyllead. The 
samples and controls were hemolyzed by freezing, and 
a 4-ml aliquot was extracted with 2 ml of heptane. 
After centrifugation, the organic layer was removed 
and analyzed. The tetramethyllead concentration was 
compared with working standards in heptane. Table 
2 shows the results of the extraction tests; the recov- 
ery was more than 90 % in the 0.01- to 0.10-pg/ml 
interval with a relative standard deviation of less than 
10 %. 

In figure 2 some typical chromatograms of tetra- 
methyllead extracted from spiked blood samples are 
shown. As can be seen, there were no disturbances in 
the chromatograms, and only lead was detected. 

Tetramethyllead in blood samples from 
exposed workers 

Blood samples were collected from three tank 
cleaners and six gasoline pump servicemen. The latter 
were exposed to liquid gasoline as well as gasoline 
vapor while servicing gasoline pumps. The tank 
cleaners worked inside gasoline cisterns and were 
thus exposed to very high levels of gasoline vapor in 
the air. The samples were analyzed for inorganic lead 
with the use of a standard method with GFAAS (10) 
and for tetramethyllead with the method proposed in 
the present report. The results, presented in table 3,  
did not show any increased values of inorganic lead 
except for one subject, although all nine had detect- 
able amounts of tetramethyllead in the blood. The 
reference group did not show any detectable tetra- 
methyllead. It was also evident that the tank cleaners 
had higher levels of tetramethyllead than the service- 
men. 

There is however little medical data available in the 
literature. Therefore it is not possible to draw any 
wider conclusions regarding the significance of the 
tetramethyllead levels found. 

As mentioned earlier, there is also a possibility of 
biotransformation of tetraalkyllead in the body (6). 
This possibility further complicates the picture and 
makes an interpretation of the results even more dif- 
ficult. Refinements of the analytical method are in 
progress to take account of the metabolites. 

Conclusions 

The developed method can be used for the analysis of 
tetraalkyllead in nanogram per millimetre levels in 
blood with a recovery exceeding 90 %. It has been 
applied for the analysis of tetramethyllead in blood 
samples from occupationally exposed subjects. 
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